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him to resubmit respirators and com-
ponent parts made on regular produc-
tion tooling, with no operations in-
cluded which will not be incorporated 
in regular production processing, for 
further examination, inspection, and 
testing, prior to issuance of the certifi-
cate of approval. 

(d) Applicants required to resubmit 
respirators and component parts made 
on regular production tooling, with no 
operation included which will not be 
incorporated in regular production 
processing, shall be charged fees in ac-
cordance with subpart C of this part. 

§ 84.31 Certificates of approval; con-
tents. 

(a) The certificate of approval shall 
contain a classification and a descrip-
tion of the respirator or combination of 
respirators for which it is issued, as 
provided in this part. 

(b) The certificate of approval shall 
specifically set forth any restrictions 
or limitations on the respirator’s use 
in hazardous atmospheres. 

(c) Each certificate of approval shall 
be accompanied by the drawings and 
specifications (and lists thereof) sub-
mitted by the applicant in accordance 
with § 84.11. These drawings and speci-
fications shall be referenced in the cer-
tificate of approval, and shall be main-
tained by the applicant. The drawings 
and specifications listed in each certifi-
cate of approval shall set forth in de-
tail the design and construction re-
quirements which shall be met by the 
applicant during commercial produc-
tion of the respirator. 

(d) Each certificate of approval shall 
be accompanied by a reproduction of 
the approval label design to be em-
ployed by the applicant with each ap-
proved respirator, as provided in § 84.33. 

(e) No test data or specific laboratory 
findings will accompany any certifi-
cate of approval, however, the Institute 
will release pertinent test data and 
specific findings upon written request 
by the applicant, or as required by 
statute or regulation. 

(f) Each certificate of approval shall 
also contain the approved quality con-
trol plan as specified in § 84.42. 

§ 84.32 Notice of disapproval. 
(a) If, upon the completion of the ex-

aminations, inspections, and tests re-
quired to be conducted in accordance 
with the provisions of this part, it is 
found that the respirator does not meet 
the minimum requirements set forth in 
this part, the Institute shall issue a 
written notice of disapproval to the ap-
plicant. 

(b) Each notice of disapproval shall 
be accompanied by all pertinent data 
or findings with respect to the defects 
of the respirator for which approval 
was sought with a view to the possible 
correction of any such defects. 

(c) The Institute shall not disclose, 
except to the applicant or as required 
by statute or regulation, any data, 
findings, or other information with re-
spect to any respirator for which a no-
tice of disapproval is issued. 

§ 84.33 Approval labels and markings; 
approval of contents; use. 

(a) Full-scale reproductions of ap-
proval labels and markings, and a 
sketch or description of the method of 
application and position on the har-
ness, container, canister, cartridge, fil-
ter, or other component, together with 
instructions for the use and mainte-
nance of the respirator shall be sub-
mitted to the Institute for approval. 

(b) Approval labels shall bear the em-
blem of the National Institute for Oc-
cupational Safety and Health and the 
seal of the Department of Health and 
Human Services, the applicant’s name 
and address, an approval number as-
signed by the Institute and, where ap-
propriate, restrictions or limitations 
placed upon the use of the respirator 
by the Institute. The approval number 
assigned by the Institute shall be des-
ignated by the prefix TC and a serial 
number. 

(c) The Institute shall, where nec-
essary, notify the applicant when addi-
tional labels, markings, or instructions 
will be required. 

(d) Approval labels and markings 
shall only be used by the applicant to 
whom they were issued. 

(e) Legible reproductions or abbre-
viated forms of the label approved by 
the Institute for use on each respirator 
shall be attached to or printed at the 
following locations: 
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